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€' Note—Section 9.1.1 was editorially corrected in February 1999.

1. Scope sulfenamide degradation. Consequently, insolubles are not an
1.1 This test method covers a general procedure for thabsolute ‘measure of_purity and can actually decrease with
determination of insoluble impurities of sulfenamides in suit-Sulfenamide degradation.
able organic solvents. 5
1.2 The values stated in Sl units are to be regarded as the
standard. The values given in parentheses are for information -1 Erlenmeyer Flask300 crri.
only. 5.2 Slnterec_i Glass_ CrucibleG4.
1.3 This standard does not purport to address all of the -3 Measuring Cylinder250 cnt.
safety concerns, if any, associated with its use. It is the °-4 Magnetic Stirrer
responsibility of the user of this standard to establish appro- -5 Watch Glass

priate safety and health practices and determine the applica- 2-6 Vacuum Flask o _
bility of regulatory limitations prior to use. 5.7 Explosion-proof, Vented Air Circulating Ovepapable

of temperature regulation of 78 2°C.
2. Referenced Documents 5.8 Balance analytical, with a sensitivity of-0.01 g.
2.1 ASTM Standards: 5.9 Washing Bottle
D 4483 Practice for Determining Precision for Test Method 5-10 Sieve 30 Mesh (U.S. Standard), or equivalent (for
Standards in the Rubber and Carbon Black Indugtries ~€*xample, 0.6 mm).

Apparatus

3. Summary of Test Method 6. Reagents
3.1 A specimen of sulfenamide is dissolved in a prescribed 6-1 Purity of Reagents-Reagent grade chemicals shall be
solvent, stirred, and filtered through a crucible. The insolubl&’sed in all tests. Unless otherwise indicated, it is intended that

content is calculated from the amount of residue. all reagents conform to the specifications of the Committee on
Analytical Reagents of the American Chemical Society where
4. Significance and Use such specifications are availal©ther grades may be used,

4.1 Sulfenamides can degrade in chemical purity and funcProvided it is first ascertained that the reagent is of sufficiently
tional performance, usually characterized by a drop in assay, igh purity to permit its use without lessening the accuracy of
release of free amine, and an increase in insolubles. This tedte determination.
method may be used as an indication of such degradation. 6.2 Methano| analytical reagent.

4.2 Since MBTS (mercaptobenzothiazole disulfide) is a 6-3 Cyclohexanganalytical reagent.
primary degradation product of sulfenamides, the determina7 Hazards
tion of MBTS is a means of assessing possible degradation of ) o
sulfenamides. Insolubles are a means of mercaptobenzothiazyl7-1 Methanol and cyclohexane, with threshold limit values
disulfide (MBTS) content of the sulfenamide; MBTS is a (TLVS) of 200 cnf/m® and 300 criym?, respectively, and high
primary degradation product of sulfenamides. Amine salts oflammability, should be handled with appropriate caution.
mercaptobenzothiazole (MBT) may also be insoluble. How- 7.2.Good Iaborgtory safety practices shoulld be_followed in
ever, certain soluble species may also be generated durifndling all chemicals and carrying out manipulations.
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