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€' Note—Keywords were added editorially in October 1996.

1. Scope fitted with an air-cooled glass reflux condenser 30 in. (760 mm)
1.1 This test method covers the gravimetric determinatiod? !€ngth. The connection between the flask and condenser
of phthalic anhydride in alkyd resins and esters that contai$hall be a standard-taper 24/40 ground-glass joint.
dibasic acids such as maleic, fumaric, adipic, and sebacic, 5-2 Water Bath _ _
which would interfere if Test Method D 563 was used. 5.3 Guard Tubefilled with soda lime. _
1.2 This standard does not purport to address all of the 5.4 Fritted-Glass Filter Crucible medium porosity, of
safety concerns, if any, associated with its use. It is the30-mL capacity. .
responsibility of the user of this standard to establish appro- 5-5 Filter Flasks suction-type.
priate safety and health practices and determine the applica- 2-6 Crucible Holder

bility of regulatory limitations prior to use. 5.7 Oven of gravity convection type.
5.8 Desiccator containing concentrated,80O, (sp gr 1.84)

2. Referenced Documents as the desiccant.

2.1 ASTM Standards: 5.9 Flash Filtrator.

D 563 Test Method for Phthalic Anhydride Content of 5.10 pH Test Assemhly

Alkyd Resins and Resin Solutiohs 5.11 Volumetric Flask100-mL. _
D 1193 Specification for Reagent Wﬁer 5.12 Erlenmeyer Flask 250'mL, W|de'mouth, with gIaSS
stopper not smaller than a No. 27.

3. Summary of Test Method 5.13 Delivery Pipet 2-mL.

3.1 The specimen is saponified with alcoholic potassiurr}5 Readents
hydroxide and benzene to precipitate quantitatively the potas-’ 9 ) )
sium salt of phthalic acid asg8,(COOH),-C,H;OH. Interfer- 6.1 Purity of Reagent-Reagent grade chemicals shall be
ing substances are eliminated by dissolving the precipitate iHS€d in all tests. Unless otherwise md_@at@, it is intended that
water, adjusting the pH of the solution to 2.5 with nitric acid, all reagents shall conform to the specifications of the Commit-
and filtering. Phthalic acid is then precipitated as nonstoichiote€ on Analytical Reagents of the American Chemical Society,
metric lead phthalate and calculated to phthalic anhydridevhere such specifications are availabl@ther grades may be
using a factor obtained when compositions of known purityUSEd, provided it is first ascertained that the reagent is of

were analyzed similarly. sufficiently high purity to permit its use without lessening the
accuracy of the determination.
4. Significance and Use 6.2 Purity of Water—Unless otherwise indicated, references
4.1 The phthalic anhydride content of alkyd resins controld0 Water shall be understood to mean reagent water as defined
the properties of the final film. by Type Il of Specification D 1193.
6.3 Acetic Acid, Glacial
5. Apparatus 6.4 Alcohol-Benzene Wash SolutieMix 1 volume of

5.1 Flask and CondenserA 500-mL Erlenmeyer flask absolute ethyl alcohol (Note 1) with 3 volumes of benzene.
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