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1. Scope 4.3 Erlenmeyer Flask125-mL, and
1.1 Test Methods 1, 2, and-3These test methods cover the 4.4 Colorimeter or TurbidimeterMethod 2.
determination of water-extractable halide ion in halogenate%_ Reagents

organic solvents and their admixtures. Fluoride ion is not . .
measured due to the solubility of silver fluoride. 5.1 Purity of Reagents-Reagent grade chemicals shall be

1.2 Test Method 4-This test method covers the determina- US€d in all test. Unless otherwise indicated it is intended that all

tion of chloride ion in halogenated organic solvents and theif€@gents shall conform to the specifications of the Committee
admixtures. on Analytical Refcllgen.ts of the A_mencan Chemical Society,
1.3 This standard does not purport to address all of theWhere such specification are availabl®ther grades may be
safety concemns, if any, associated with its use. It is thd!sed, provided it is first ascertained that the reagent is of
responsibility of the user of this standard to establish appro-Sufficiently high purity to permit its use without lessening the

priate safety and health practices and determine the applica@ccuracy of the determination. o
bility of regulatory limitations prior to useSpecific precau- 5.2 Purity of Water—Unless otherwise indicated, references

tionary statements are given in Section 6. to water shall be understood to mean halide-free distilled water.
5.3 Chloride Standard (1 mk 0.0001 g CI), Test Methods
2. Summary of Test Methods 1, 2, and 3—Prepare by adding 0.165 g of sodium chloride

2.1 Summary of Test Methods 1, 2-Blalide ion presentin (NaCl) to 1 L of halide-free distilled water.
halogenated organic solvents is extracted with water and 9-4 Chloride Standard (1 mL =0.000001 g Q] Test
precipitated as the silver halide salt with silver nitrate. QuantityMethod 4—Dissolve 0.0660 g of sodium chloride in water and
of the halide present is determined by comparing the turbidityilute to 1000 mL. Pipet 25 mL of this solution into a 1000-mL
of the sample to known standards. The distilled water, as welyolumetric flask, dilute to volume, and mix. o _
as all glassware used, must be halide-free. 5.5 Nitric Acid (sg gr 1.42) concentrated nitric acid
2.2 Summary of Test Method-4This test method is based (HNOs). ) . )
on the determination of ionizable chloride by titration with -6 Silver Nitrate Solution 0.1 N-Prepare a 0.N solution
mercuric acetate solution usingdiphenylcarbazone as the Of silver nitrate (AgNQ).

indicator. 5.6.1 Prepare the silver nitrate solution by adding 16.99 g of
silver nitrate to a 1-L volumetric flask and fill to the line with
3. Significance and Use halide-free distilled water. After shaking to dissolve the

3.1 These test methods are used to establish manufacturif§/NOs, store in an amber bottle.
and purchasing specifications. These test methods will provide 5.7 Mercuric Acetate SolutigriTest Method 4.

a means of determining the condition of the solvent in use. A 5.7.1 Stock Mercuric Acetate SolutierDissolve 1.6 g of
high water soluble chloride level may indicate the start ofmercuric acetate in 500 mL of water containing 3.5 mL of nitric

So|vent decomposition_ aCid. D||Ute to 1000 mL and mix.
5.7.2 Standard Mercuric Acetate SolutierDilute 40 mL of
4. Apparatus stock mercuric acetate solution to 1000 mL and adjust the pH
4.1 Separatory Funnel500-mL, to 1.6 with nitric acid. Standardize in accordance with 7.5.5.

4.2 Nessler Tubess0-mL,
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