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This standard is issued under the fixed designation D 6124; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilon (e) indicates an editorial change since the last revision or reapproval.

INTRODUCTION

This standard is designed to determine the amount of residual powder (or filter-retained mass) found
on medical gloves. This standard consists of two test methodologies. Procedure I is a method for the
quantification of residual powder on gloves described as non-powdered, powder-free, powderless, no
powder, or other words to that effect. Procedure II is a test method for the quantitation of powder (and
other filter-retained mass) on powdered gloves.

1. Scope

1.1 These test methods cover the determination of average powder or filter-retained mass found on a sample of medical gloves
as described in the introduction.

1.2 The average powder mass per glove is reported in milligrams.
1.3 The safe and proper use of medical gloves is beyond the scope of this test method.
1.4 This standard does not purport to address all of the safety concerns, if any, associated with its use. It is the responsibility

of the user of this standard to establish appropriate safety and health practices and determine the applicability of regulatory
limitations prior to use.

2. Referenced Documents

2.1 ASTM Standards:

1 This test method is under the jurisdiction of Committee D-11 on Rubber , and is the direct responsibility of Subcommittee D11.40 on Consumer Rubber Products.
Current edition approved Jan. July 10, 20001. Published March 2000. September 2001. Originally published as D 6124–00. Last previous edition D 6124–00.
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