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Standard Practice for

Approximate Determination of Current Density of Large-
Diameter lon Beams for Sputter Depth Profiling of Solid
Surfaces *

This standard is issued under the fixed designation E 684; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonejf indicates an editorial change since the last revision or reapproval.

1. Scope ion beam if a suitable Faraday cup is not available.

1.1 This practice describes a simple and approximat% Procedure
method for determining the shape and current density of ion” ] ) )
beams. The practice is limited to ion beams of diameter greater >-1 Measure the total ion current in the beam by allowing
than 0.5 mm of the type used for sputtering of solid surfaces tdhe total beam to strike the carousel (or other specimen holder).
obtain sputter depth profiles. It is assumed that the ion-bearfiPPly @ d-c bias of about 100 V to the carousel to return
current density is symmetrical about the beam axis. low-energy secondary electrons created by the ion beam.

1.2 This standard does not purport to address all of the 5.2 Attach a straight wire to the carousel extending over the
safety concerns, if any, associated with its use. It is th¢?dge such that the ion beam will strike the wire but not the
responsibility of the user of this standard to establish appro-carousel. The wire may be tungsten or other suitable material
priate safety and health practices and determine the applicaW'th a diameter of about 25 um. The wire diameter should be

bility of regulatory limitations prior to use. sufficient to intercept measurable ion current but small with
respect to the ion beam diameter to minimize distortion. The
2. Referenced Documents carousel may then be translated or rotated (with rotation
2.1 ASTM Standards: converted to arc length) to determine the ion beam shape. See
E 673 Terminology Relating to Surface Analysis Guide E 1577.
Etrlolszcz:pc);?wde for Depth Profiling in Auger Electron Spec—6_ Interpretation of Results
E 1577 Guide for Reporting of lon Beam Parameters Used 6.1 In general, a G_aussian curren.t distribution _wiII be
in Surface Analysis observed and the full width at half-maximum peak height can
be determined. The maximum ion beam current density may
3. Terminology then be determined as follows:
3.1 Terms used in Auger electron spectroscopy are defined i
in Terminology E 673. Iax = O-BSW (1)
4. Significance and Use where:

4.1 Sputter depth profiling is used in conjunction with Jax maximum ion beam current density,

Auger electron spectroscopy, x-ray photoelectron spectrosi” otal ion current, and _

copy, and secondary ion mass spectrometry to determine thEWHM = full width at half-maximum peak height.

chemical composition and atomic concentration as a function 6.2 This method is simple, but it suffers from the collection

of distance from the surface of a specimen. See Guide E 1129f stray secondary electrons during biased ion current mea-
4.2 The diameter of the ion beam used for sputtering musgurements. This situation can be alleviated somewhat if the ion

be specified and this practice is a relatively quick method ofletection wire is electrically isolated from the carousel and

measuring the shape (that is, current density distribution) of thEoth are biased independently. However, the stray electron
problem still exists. Also, the application of a bias can distort
the beam profile to be measured. Thus, this practice should be
used only as an approximate method for determining the shape
* This practice is under the jurisdiction of ASTM Committee E-42 on Surface and current density of the ion beam. The errors of measurement
Analysis and is the direct responsibility of Subcommittee E42.08 on lon Beamhgye not been investigated but can be expected to depend on
Sputtering.
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