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Laboratory Glass Conical Flasks
This standard is issued under the fixed designation E 1404; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonej indicates an editorial change since the last revision or reapproval.
1. Scope 3.1.2 Type I—Tapered ground joint, with graduated scale.

1.1 This specification provides standard dimensional re- 3-1.2.1Class 1—Outer Conical, joint without stopper, in
quirements for glass conical flasks suitable for general Iaboregggac'“es of 50 mL, 125 mL, 250 mL, 500 mL, 1000 mL, and

tory use. 0 mL. _ _ N
3.1.2.2 Class 2—with stopper, in capacities of 25 mL, 50

Note 1—For packaging standards, choose the following standardsl;nL’ 125 mL, 250 mL, 500 mL, and 1000 mL.

E 920, B 921, and E 1133. 3.1.2.3 Class 3—For iodine determination, in capacities of
2. Referenced Documents 12:? 1m?l—:_|_250 Irlnlisand 50?? m'(;-f_ < with araduated scale. |

. 1.3 Type crew thread finish, with graduated scale, in

2.1 ASTM Standards: capacities of 50 mL, 125 mL, 250 mL, 500 mL, 1000 mL, and

E 438 Specification for Glasses in Laboratory Apparatus
E 671 Specification for Maximum Permissible Thermal Re- .
sidual Stress in Annealed Glass Laboratory Apparfatus 3.1.4 Type IV—Culture;

. 3.1.4.1 Class —Long neck, plain top, in capacities of 50
E 675 Specification for Interchangeable Stopcocks angm_, 125 mL, 250 mL, 500 mL, 1000 mL, and 2000 mL.

2000 mL.

Stoppers ; : .

E 676 Specification for Interchangeable Taper-Grounde'lA'z Class 2-Wide base (Fernbach), in capacity of 2800
Joint& ' , . .

E 920 Specification for Commercially Packaged Laboratorymf'l'él'3 Class 3—Wide base, low form, in a capacity of 2500
Apparatud :

E 921 Specification for Export Packaged Laboratory Appa- Note 2—The term milliliter (mL) is commonly used as a special name
ratug for the cubic centimeter (cfand similarly the liter (L) for 1000 cubic
E 1133 Performance Testing of Packaged Laboratory Appd:_entimeters, in accordance with the International System of Units (SI).

ratus for Specialized Procuremehts 4. Material and Manufacturing

E 1157 Specification for Sampling and Testing of Reusable

Laboratory Glasswafe 4.1 Flasks shall be made of borosilicate glass conforming to

the requirements of Type |, Class A of Specification E 438.
3. Classification 4.2 Maximum residual thermal stress shall be such as to

3.1 Conical flasks (Erlenmeyer) shall be in in the following ¢Onform to Specification E 671.
types and capacities. 5. Appearance

3.1.1 Type +—general purpose, with graduated scale. .
311 1y(?lass Q_‘]L—Narrop\)/v Enouth withg heavy duty beaded 5.1 The general appearance of the flasks shall be as illus-
I trated in Fig. 1.

top, in capacities of 25 mL, 50 mL, 125 mL, 250 mL, 300 mL,
500 mL, 1000 mL, 1500 mL, 2000 mL, 4000 mL, and 6000 g Design
mL.

3.1.1.2 Class 2—-Wide mouth with heavy duty beaded top,
in capacities of 125 mL, 250 mL, 500 mL, 1000 mL, and 2000
mL.

6.1 Conical flasks shall have flat bottoms. However, con-
cavity in the bottom shall be permitted. The flask shall stand
vertically without rocking or spinning when placed on a level
surface. Bottom heel radius shall be between 15 and 20 % of
- the maximum external diameter.

1This specification is under the jurisdiction of ASTM Committee E41 on 6.2 Conical sides of the flask shall extend inwardly for the
Laboratory Apparatus and is the direct responsibility of Subcommittee E41.01 ofpottom and shall terminate in a short cylindrical neck.

Glass Apparatus. 2.1 Type | and Type IV flasks shall have flask mouth
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