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Standard Practice for DirectDetection—
Detection of Mycoplasma Contamination of Cell Cultures by

Broth-Enrichment-and-Agar-Growth on Agarose Medium 1

This standard is issued under the fixed designation E 1531; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.

1. Scope
1.1 This practice covers the procedures used for detection of mycoplasma contamination by direct microbiological culture.
1.2 This practice does not cover indirect methods for detection of mycoplasma such as DNA staining, biochemical detection

or genetic probes.
1.3 This practice does not cover methods for identification of mycoplasma organisms.

1 This practice is under the jurisdiction of ASTM Committee E-48 on Biotechnology and is the direct responsibility of Subcommittee E48.02 oni2itamacad

Identification of Biological Systems.
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