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Standard Specification for
18Chromium-12.5Nickel-2.5Molybdenum Stainless Steel for
Cast and Solution-Annealed Surgical Implant Applications 1

This standard is issued under the fixed designation F 745; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilon (e) indicates an editorial change since the last revision or reapproval.

1. Scope

1.1 This specification covers the requirements for 18chromium-12.5nickel-2.5molybdenum stainless steel alloy, shot, bar, or
ingot used for the manufacture of cast and solution-annealed surgical implants.

1 This specification is under the jurisdiction of ASTM Committee F-4 F04 on Medical and Surgical Materials and Devices and is the direct responsibility of Subcommittee
F04.12 on Metallurgical Materials.
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