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Standard Practice for
Assessment of Tissue and Cell Compatibility of Orofacial
Prosthetic Materials and Devices *

This standard is issued under the fixed designation F 1027; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.

1. Scope 3. Terminology

1.1 This practice describes a procedure to assess the cyto-3.1 Nomenclature relating to the physical, mechanical, and
toxic potential of materials for use in the construction of chemical characteristics of plastics shall be in accordance with
medical materials and devices using human excised dondrerminology D 883.

(HED) tissues and their derived primary cells taken from the 3.2 The nomenclature and glossary of terms related to tissue
orofacial region. culturing shall conform to that of the Tissue Culture Associa-

1.2 This practice may be used either directly to evaluatdion (1).5
materials or as a reference against which other cytotoxicity 3.3 For other definitions used in this practice, see Annex Al.
methods may be compared. )

1.3 This practice is one of a series of reference methods fdf- Summary of Practice
assessment of cytotoxic potential, employing different tech- 4.1 Primary human orofacial tissue or cells and established
nigues. human cell lines are cultured in Medium A3 or any medium

1.4 Assessment of cytotoxicity is one of several proceduresupporting primary cell growth with homologous processed
employed in determining the biological response to a materiahuman serum or serum components in cell culture flasks or
as recommended in Practice F 748. appropriate containers. The following series of cultures is set

1.5 This standard does not purport to address all of theup:
safety concerns, if any, associated with its use. It is the 4.1.1 Test material placed in contact with the cell layer.
re;ponsibility of the user of this standard to e;tablish appPro- ;< 1—One or more replicates of 4.1.1 may be necessary.
priate safety and health practices and determine the applica-

bility of regulatory limitations prior to use. 4.1.2 Primary control wherein no material contacts the cell

layer.
2. Referenced Documents 4.1.3 Positive control wherein the cell layer is contacted by
2.1 ASTM Standards: a material eliciting a known cytotoxic response, such as a toxic

chemical published in the Toxic Substances It

D 883 Terminology Relating to Plastfcs : _ :
4.1.4 Negative control wherein the cell layer is contacted by

F 604 Specification for Silicone Elastomers Used in Medi- o
cal Application$ polystyrene used in tissue culture labware.
F 703 Specification for Implantable Breast Prosthéses 4.2 The test culture shall be observed daily for growth and

F 748 Practice for Selecting Generic Biological Test Meth-SIgns of toxicity. The test shall be terminated upon the
ods for Materials and Devicés attainment of confluency.
F 813 Practice for Direct Contact Cell Culture Evaluation of  Nore 2—For an established cell line cultured with Holmes alpha
Materials for Medical Devices growth factor (AGF), confluency is usually achieved in slightly more than
5 days.
Note 3—For first passage cells from HED cultures, confluency is
1 This practice is under the jurisdiction of ASTM Committee FO4 on Medical and usually achieved between 10 to 20 days with an upper limit of 30 days.
Surgical Materials and Devices and is the direct responsibility of Subcommittee
F04.16 on Biocompatibility Test Methods .
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