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Beta-Tricalcium Phosphate for Surgical Implantation
This standard is issued under the fixed designation F 1088; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.

1. Scope U.S. Geological Survey Meth6d

11 This speC|f|C_at|on covers chemlc_al ar_1d crystallographl%‘ Chemical Requirements
requirements for biocompatible beta-tricalcium phosphgte ( i , .
TCP) for surgical implant applications. For a material to be 3-1 Elemental analysis for calcium and phosphorus will be
identified as medical grade beta-tricalcium phosphate, it musionsistent with the expected stoichiometry of beta-tricalcium

conform to this specification (see Appendix X1). phosphate (C&PO,),. The calcium and phosphorus content
shall be determined using a suitable method such as USP

2. Referenced Documents <191> (see 2.4) or X-ray fluorescence.
2.1 ASTM Standards? 3.2 Aquantitative X-ray diffraction analysis shall indicate a
F 748 Practice for Selecting Generic Biological Test Meth-Minimum beta-tricalcium phosphate content of 95 % as deter-
ods for Materials and Devices mined using Powder Diffraction File #09016%nd a method
F 981 Practice for Assessment of Compatibility of Bioma-€duivalent to Formahor Rietveld?*° _
terials (Non-porous) for Surgical Implants with Respect to 3-3 For beta-tricalcium phosphate, the concentration of

Effect of Materials on Muscle and Bone trace elements shall be limited as follows:
2.2 American Society for Quality (ASQ) Document: Element ppm, max
C1 Specification of General Requirements for a Quality Otherpz'eta's 20

Prograni Hg 5
2.3 International Organization for Standardization Docu- As 3

ment: cd 5

ISO 10993 Biological Evaluation of Medical Devices Inductively coupled plasma/mass spectroscopy (ICP/MS),
2.4 United States Pharmacopeia (USP) Documeénts: atomic absorption spectroscopy (AAS), or the methods listed
Identification Tests for Calcium and Phosphate <191>  in 2.4 and 2.5 shall be used.
Lead <252> 3.3.1 The analysis of other trace elements may be required,
Mercury <261> based on the conditions, apparatus, or environments specific to
Arsenic <211> the manufacturing techniques and raw materials.
Heavy Metals <231> Method 1 3.4 The maximum allowable limit of all heavy metals
2.5 Other Reference: determined as lead will be 50 ppm as described in 2.4 or

equivalent. Sample preparation will be identical to that for
tribasic calcium phosphate as specified in the National Formu-
latory (see 2.4).
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