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INTERNATIONAL
Standard Specification for
Wrought 18Chromium-14Nickel-2.5Molybdenum Stainless
Steel Surgical Fixation Wire (UNS S31673) 1!
This standard is issued under the fixed designation F 1350; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.

1. Scope*

1.1 This specification covers the requirements for the manufacture of wrought 18 chromium-14 nickel-2.5 molybdenum
stainless steel in the form of surgical fixation wire.

1.2 The values stated-in-metric Sl units are to be regarded as the standard. The inch-pound equivalents of the Sl units may |
approximate.

2. Referenced Documents
2.1 ASTM Standards:

1 This specification is under the jurisdiction of ASTM Committee FO4 on Medical and Surgical Materials and Devices and is the direct responsilhiignohifee
F04:212 on-Osteosynthesis. Metallurgical Materials.
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*A Summary of Changes section appears at the end of this standard.
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