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Shoulder Prostheses
This standard is issued under the fixed designation F 1378; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.
1. Scope

1.1 This specification covers shoulder prostheses for total or hemiarthroplasty used to provide functioning articulation by
employing glenoid and humeral components.

1.2 Devices for custom applications are not covered by this specification. Modular prostheses are included in this specificatior

1.3 The values stated in Sl are to be regarded as the standard. The inch-pound units given in parentheses are for informati

only.

1 This specification is under the jurisdiction of ASTM Committee FO4 on Medical and Surgical Materials and Devices and is the direct responsithiignohi@ee
F04.22 on Anrthroplasty.
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