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Glass and Glass Ceramic Biomaterials for Implantation
This standard is issued under the fixed designation F 1538; the number immediately following the designation indicates the year of
original adoption or, in the case of revision, the year of last revision. A number in parentheses indicates the year of last reapproval. A
superscript epsilonef indicates an editorial change since the last revision or reapproval.
1. Scope

1.1 This specification covers the material requirements and characterization techniques for glass and glass-ceramic biomateri
intended for use as bulk porous or powdered surgical implants, or as coatings on surgical devices, but not including drug deliver

systems.
1.2 The biological response to glass and glass-ceramic biomaterials in bone and soft tissue has been demonstrated in clinic

1 This specification is under the jurisdiction of ASTM Committee F-4 FO4 on Medical and Surgical Materials and Devices and is the direct respdSgibitiyronittee
F04.13 on Ceramic Materials.
Current edition approvee-Bee—15:-1994. Apr. 10, 2003. Published F May 2003. Originally approvebd in 1994. Last previous edition appryoved in1B3$4-s3AF

Copyright © ASTM International, 100 Barr Harbor Drive, PO Box C700, West Conshohocken, PA 19428-2959, United States.



