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1. Scope

1.1 This guide covers general procedures for conducting controlled tests for determining the integrity of porous barrier medica
packages. These procedures are intended to be a guide in determining overall package integrity and are not intended to be us
by themselves in determining component material suitability. Material specifications should be written for each component, anc
a complete battery of tests should be performed to determine its suitability.

1.2 This standard does not purport to address all of the safety concerns, if any, associated with its use. It is the responsibility
of the user of this standard to establish appropriate safety and health practices and determine the applicability of regulatory
limitations prior to use.

2. Referenced Documents

2.1 ASTM Standards:
D 903 Test Method for Peel or Stripping Strength of Adhesive Bénds
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